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Abstract
Accurate measurements of direct normal, diffuse horizontal and global horizontal irradiance (DNI, DHI and
GHI) are needed for meteorological studies and are essential for the solar resource assessment at potential
solar power plant sites. Often, these potential sites are remote and hence require robust sensors that require
minimal maintenance that are not affected strongly by soiling. Therefore, Rotating Shadowband Irradiometers
(RSI) are widely used for resource assessment. To achieve the required accuracy, corrections for the raw
values of RSIs depending on systematic temperature, incidence angle and spectral errors must be used, and
a thorough calibration of the sensor head must be applied. The existing correction functions are derived
from comparisons of RSIs to thermopile radiometers at selected sites and therefore empirical. Their accuracy
is considered to be site dependent. In this work a new correction and calibration method is presented that
removes the systematic errors using a physical approach. It is based on information of the sensor properties
as well as measurements of its directional response, and incorporates the atmospheric conditions at the
measurement site. In this case, no empiric relations obtained from a specific site are required. The method
requires estimates of the current DHI and GHI spectra during each measurement of the RSI. Based on these
spectra, a spectral correction, which includes a spectrum dependent temperature correction, can be made
without employing empirical relationships. The new physical calibration and correction method is tested at
three sites and reaches similar results compared to the empirical functions. This is already achieved with
rudimentary estimations of the GHI and DHI spectra and we expect that these estimations can be improved
in the future. The results indicate that the physical approach reduces the problematic location dependence of
the current calibration and correction methods. The physical correction and calibration method show promise
for a further improvement of the RSI accuracy.
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1 Introduction
Accurate measurements of direct normal and global hor-
izontal irradiance (DNI and GHI) are required for many
applications ranging from weather forecasting over cli-
mate studies and energy meteorology. For big solar
power plant projects, it is important to know the avail-
able solar resource at the location as accurately as pos-
sible. For the qualification of a power plant site ir-
radiance measurements over one year or more taken
close (<2 km) to the envisioned plant site are required
(Sengupta et al., 2017). The most accurate measure-
ment stations for continuous measurements under well-
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maintained conditions consist of three thermopile ra-
diometers, that separately measure the direct normal ir-
radiance (DNI), diffuse horizontal irradiance (DHI) and
global horizontal irradiance (GHI) (Vuilleumier et al.,
2014). To reduce the effect of soiling, these sensors have
to be cleaned daily for the best performance (Sengupta
et al., 2017). While the measurement accuracy achieved
by these measurement stations under well-maintained
conditions is high, the cleaning and acquisition costs are
high as well. The cleaning costs are especially important
when the desired location is remote and impedes daily
cleaning thus finally leading to reduced accuracy.
Rotating Shadowband Irradiometers (RSIs) (Fig. 1)
determine all three irradiance components with one
sensor that is less affected by soiling as documented
by Maxwell et al. (1999), Geuder and Quaschning
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Figure 1: Left: Reichert Rotating shadowband irradiometer in rest position. Right: CSPS Twin RSI during the rotation.
(2006) and Pape et al. (2009). Most RSIs use silicon
photodiode pyranometers positioned horizontally in the
center of a circular rotatable shadowband. The pyra-
nometer measures GHI while the shadowband is below
the sensor surface. The shadowband rotates around the
pyranometer once or twice per minute with a duration
of the complete rotation of roughly 1.5 seconds. Dur-
ing the rotation the signal is measured with high sam-
pling rate in order to identify the irradiances when the
shadow falls on the pyranometer and when the shad-
owband covers the bright region close to the sun. Us-
ing these irradiances, the DHI can be determined and
finally the DNI can be calculated with the solar eleva-
tion angle. To obtain 1-minute averages, the GHI is sam-
pled each second and a linear interpolation of the two
or three DHI measurements within the minute is used
to obtain estimations of the DHI and DNI in 1-sec res-
olution. These 1-second time series are then averaged
to 1-minute resolution, RSIs are not as accurate under
well-maintained conditions with daily cleaning, but can
reach higher accuracies than thermopile sensors if no
daily maintenance is provided (Wilbert et al., 2015).
Studies of the RSI accuracy can be found in Wilbert
et al. (2016); Vuilleumier et al. (2017). Furthermore,
RSIs can be programmed to measure circumsolar radi-
ation which is of interest for concentrating solar power
plants and atmospheric studies (Wilbert et al., 2018).
The silicon pyranometers have a non-uniform spec-
tral response over the solar spectrum (0.28–4 µm) which
depends on the temperature Vignola et al. (2016),
King-Smith et al. (1989) and their optics fail to mimic
an ideal cosine response at large solar zenith angles.
Therefore, RSI measurements are affected by system-
atic errors that depend on the incoming solar spectrum,
the sensor temperature and the incidence angle of the in-
coming radiation. The spectral irradiance error is the er-
ror introduced by the change in the spectral distribution
of the incident solar radiation over the day and the differ-
ence between the spectral response of the photodiode-
based radiometer used by the RSI with respect to a
radiometer with uniform spectral response from 0.28
to 4 µm. In order to remove these systematic errors, spe-
cific correction functions can be applied. Current cor-
rection methods have been developed using empirical
relationships by comparing the RSI measurements to
thermopile measurements. These corrections reduce the
temperature, incidence angle and spectral error of the
RSI measurement. However, such correction functions
are more accurate at the site at which they were devel-
oped than at a site with noticeably different climate, as
e.g. the prevailing solar spectra and the spectral errors
deviate between sites (Geuder et al., 2016). Further-
more, the temperature corrections applied so far are not
linked to the spectral corrections. However, the spectral
responsivity of the pyranometer changes with the tem-
perature which links the spectral and the temperature er-
rors.
The new correction and calibration method, which is
presented in this paper, attempts to correct the measure-
ment errors using a physical method. It is based on in-
formation of the sensor properties and the atmospheric
conditions at the measurement site. This way, no site-
specific empirical relations are required. The method
requires estimates of the current DHI and GHI spectra
during each measurement of the sensor. Based on these
spectra, a spectral correction, which includes a spec-
trum dependent temperature correction, can be made
without employing empirical relationships. A prerequi-
site for this method is accurate knowledge of the silicon
pyranometer’s characteristics, which can be obtained
through a combination of indoor and outdoor methods
as done in the PVSENSOR study (Driesse et al., 2015).
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Sections 1.1 and 1.2 give a general overview of ex-
isting RSI correction functions as well as RSI calibra-
tion. In Section 2 the development of the new correc-
tion and corresponding calibration method is described.
The evaluation of the method at two locations as well
as possible improvements of the new correction method
are discussed in Section 3 before a conclusion and sum-
mary.
1.1 State of the art of correction functions for
RSIs
The systematic cosine, temperature and spectral errors
of RSIs can be reduced using correction functions. Sev-
eral different correction functions were developed to ac-
count for these systematic errors, for example the set of
correction functions by King and Myers (1997); Au-
gustyn et al. (2004); Vignola (2006) or by Geuder
et al. (2008). The correction functions by King and My-
ers (1997); Augustyn et al. (2004); Vignola (2006)
are in the following referred to as Vig. They are based
on a GHI correction that is described as
GHIVig = GHIraw · FαFA · FB · FC (1.1)
with the temperature correction factor Fα (dependent
on the sensor’s temperature), the spectral response pa-
rameter FA (dependent on the absolute air mass), and
the cosine response parameter FB and cat ear parameter
FC (both dependent on the solar zenith angle). The co-
sine response and cat ear parameter both aim to correct
the systematic errors associated with the sensor geom-
etry and the change of the diffusor disk’s transmittance
with the incidence angle. The diffusor disk is a cylinder
whose upper surface and part of the lateral surfaces are
exposed to the solar radiation. The transmittance of the
upper surface decreases with increasing incidence an-
gle. This is partly compensated by the lateral area of
the diffusor which contributes more to the sensor sig-
nal for higher incidence angles. These parameters are
calculated with functions that are linear or polynomial
fits through the deviations between co-located RSI and
thermopile measurements. After the GHI correction, the
DHI is multiplied with a correction factor derived as a
polynomial of the corrected GHI, representing the spec-
tral correction. Finally, DNI is calculated from the cor-
rected GHI, the corrected DHI and the solar elevation
angle. The exact functions are documented in e.g. King
and Myers (1997); Augustyn et al. (2004); Vignola
(2006); Jessen et al. (2017). Since the functions are fit
functions through measurements at a specific site, the
functions depend on the climate conditions of that site
and cannot be easily adjusted to other conditions such
as e.g. high aerosol load.
(Geuder et al., 2008) also developed RSI correc-
tion functions, in the following referred to as Geu. First
a temperature correction is applied on GHI and DHI
data. The application of the temperature correction dif-
fers from the temperature correction of Vig in terms
of a slightly different slope that was measured at the
Plataforma Solar de Almería (PSA) in southern Spain
using the sun as a light source. The DHI is corrected
for the spectral error with a spectral correction parame-
ter which has also been obtained as a fit function through
empirical measurements. The spectral correction param-
eter is calculated from the broadband temperature cor-
rected GHI, DHI and DNI to account for DHI underes-
timations under deep blue skies. The GHI is then cor-
rected for incidence angle effects. At last, the DHI and
DNI are corrected with cubic and linear functions that
depend on the irradiances.
Further correction functions such as Geuder et al.
(2011); Geuder et al. (2016); Batlles et al. (1995) are
also available and summarized in Wilbert et al. (2015).
The method of Vignola et al. (2017) is of particular in-
terest for the approach presented here. In a first step the
temperature correction is performed for DHI component
and on the DNI component, modeled from the measured
DHI and GHI. Then a spectral correction is applied for
modeled DNI and DHI. The spectral correction for DHI
is different for clear sky and cloudy sky cases which is
the main difference to other correction functions. The
spectral adjustment factors are based on the spectral re-
sponse data of the pyranometer and spectra created for
the expected atmospheric conditions at the site using a
clear sky model. The conditions are assumed to be con-
stant throughout the year. For cloudy conditions the DHI
correction also includes an additional empirical correc-
tion term. For skies with some or total cloud cover, the
DHI correction factor is adjusted depending on the level
of DHI and DNI. This comes from the assumption that
under totally cloudy skies, the DHI responsivity will be
close to the responsivity for the direct horizontal irradi-
ance spectrum. The responsivity is obtained as a mix of
clear sky responsivity and total cloud cover responsivity.
An incidence angle correction finalizes the DNI correc-
tion and then GHI is calculated from DNI and DHI. The
incidence angle correction is derived from the remain-
ing error after the temperature correction and spectral
correction of DNI. Because this method uses the spec-
tral irradiance data adapted to the site for clear skies, it
has the potential to reduce the site dependence of the
measurement uncertainty and the calibration.
In this paper, the newly developed correction func-
tions are not developed based on empirical measure-
ments but solely based on the correction of the physical
measurement principal of the RSI (see Section 2).
1.2 State of the art of RSI calibration
For the calibration of RSIs, different procedures are used
by the manufactures or providers. For some calibration
methods, the RSI is deployed next to a reference sta-
tion that consists of thermopile sensors for the measure-
ment of the GHI, DHI and DNI. The calibration dura-
tion is between one and two months for the methods Vig
and Geu as described in Jessen et al. (2016). For a Vig
calibration, the GHI RSI measurement is corrected first.
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Figure 2: Basic concept of the physical correction method.
The GHI calibration factor is then obtained by minimiz-
ing the root mean square deviation (RMSD) between the
corrected and the reference GHI. After applying the GHI
calibration factor to the GHI, the DHI is corrected and
a DHI calibration factor is obtained by minimizing the
RMSD between the corrected and the reference DHI. Fi-
nally, a DNI calibration factor is determined by mini-
mizing the RSMD between the calculated DNI from the
RSI and the reference DNI.
For the calibration with Geu two calibration factors
are determined. At first, the DHI is corrected and the
DHI calibration factor is determined from the minimiza-
tion of the RMSD between the corrected and the refer-
ence DHI. The GHI calibration factor is then obtained by
minimizing the RMSD of the calculated DNI from the
corrected GHI and the corrected DHI, multiplied with
its calibration factor, and the reference DNI. Other cali-
bration methods only compare the RSI’s GHI to a refer-
ence GHI under specific irradiance conditions and solar
positions (Kern, 2010).
2 Development of the physical
correction and calibration method
In this section, the physical correction process is de-
scribed. First, the basic concept as well as the new spec-
tral temperature and cosine correction are presented.
Then the creation of the spectra and the application of
the correction method are explained.
2.1 Basic concept of the physical correction
The basic concept behind the physical correction func-
tion is illustrated in Fig. 2. First, the current DNI,
GHI and DHI spectra are simulated with the clear sky
radiative transfer model SMARTS 2.9.5 (Gueymard,
2005) and modified for the presence of clouds using
the enhanced Sedes2 model (Nann and Riordan, 1990;
Nann and Riordan, 1991; Jessen et al., 2018) with the
best available input parameters. The resulting spectra are
then used to calculate the temperature corrected spectral
response for the current temperature. With that spectral
response and the current spectrum, a combined spectral
and temperature correction factor can be calculated for
GHI and DHI, respectively. Then, a new cosine correc-
tion based on lab measurements (Driesse, 2018) is cal-
culated and applied to the direct part of the spectral tem-
perature corrected broadband GHI. With these corrected
GHI and DHI values, the associated DNI is calculated.
The physical correction is applied to 1-minute averages
of the RSI measurements.
In the following, the determination of the specific
spectral response and following spectral temperature
correction as well as the cosine correction are described
in detail. A flowchart of the calibration method is pro-
vided in the appendix.
2.1.1 Simulation of the GHI, DHI and DNI spectra
The simulation of the spectrum is carried out with a
combination of SMARTS 2.9.5 and an enhanced version
of Sedes2. The required input for these calculations is
obtained as explained in the following.
The ambient temperature, relative humidity and pres-
sure are measured at a meteorological station. The cur-
rent true sun height and the apparent solar height an-
gle with refraction are calculated along equations by
Michalsky (1988). The pressure corrected, uncorrected
and altitude corrected air mass are calculated as done
by Kasten and Young (1989)). The current CO2 con-
centration is estimated with a simple model includ-
ing the seasonal variation of CO2 provided by Olsen
and Randerson (2004) along the method described by
Wilbert (2014), p.56. The, possibly seasonally depen-
dent, albedo has to be selected by the user using the
options implemented in SMARTS 2.9.5 (Gueymard,
2005).
Some of the input parameters are obtained from dif-
ferent sources depending on whether or not the correc-
tions are performed during the calibration of the RSI or
during its application in the field. During the calibration
some input parameters are obtained by reference sensors
such as an Aeronet sun photometer, which are typically
not available at RSI stations.
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The aerosol optical depth (AOD, τλ) is of particular
interest for the determination of the spectra. During
the calibration, aerosol data from a co-located Aeronet
station can be used to calculate the AOD with a modified
Angström spectral AOD dependency using exponents αi
and turbidity coefficients βi along
τλ = βi
(
λ
1000 nm
)−αi
(2.1)
where α1 is used for wavelengths below 500 nm and
α2 above this wavelength. βi is β above 500 nm and
2α2−α1β below 500 nm (Gueymard, 2001). The broad-
band single scattering albedo and asymmetry factor are
calculated by weighing their spectral components with
a GHI spectrum under ASTM G173 atmospheric condi-
tions (ASTM, 2012) at a rough estimate of the apparent
air mass (Wilbert, 2014). The Aeronet station also pro-
vides the ozone concentration and the precipitable water
vapor (WV) during the RSI calibration. While WV is
measured using the 935 nm, the ozone is obtained using
London et al. (1976), Komhyr et al. (1989) and Hol-
ben et al. (1998). All these parameters have to be esti-
mated for the application of the correction when the RSI
is deployed for a resource assessment campaign as de-
scribed in Section 2.3.
Using these values, the clear sky spectra for DNI,
DHI and GHI are estimated with a SMARTS 2.9.5 sim-
ulation. The resulting spectra for GHI and DNI are then
corrected with the enhanced Sedes2 model. The model
derives the clearness index based on the GHI broad-
band measurement and the extraterrestrial irradiance.
The clearness index is then used to calculate a cloud
cover modifier for the GHI spectra. This modifier is an
empirical relationship developed with GTI (global tilted
irradiance) data from Stuttgart, Germany (Nann and Ri-
ordan, 1991). Myers (2012) altered the original algo-
rithm for the processing of hourly broadband global, dif-
fuse and direct irradiance to their corresponding spectra.
The algorithm used here is altered in such a way that
the spectra of the GHI and DNI are further modified for
the cloud effects (Jessen et al., 2018). The model as-
sumes that clouds act as grey filters on the DNI spec-
tra. The corresponding transmittance is derived from the
clear sky DNI from SMARTS and the measured DNI.
Another enhancement of the applied model compared to
the original Sedes2 model is related to over-irradiance.
If the measured GHI (GHImeas) is above the clear sky
GHI from SMARTS (GHIclearsky) clouds are assumed
to scatter a fraction of the clear sky direct irradiance
(DNIclearsky) onto the surface. The contribution of this
scattered DNI is determined such, that the sum of clear
sky GHI and scattered DNI result in the measured GHI.
The spectral all sky GHI is calculated as
GHIs,allsky(λ) = GHIs,clearsky(λ)+
DNIs,clearsky(λ) ·
GHImeas − GHIclearsky
DNIclearsky
(2.2)
using the spectral clear sky GHI (GHIs,clearsky) and DNI
(DNIs,clearsky).
For this cloud modification, the most accurate avail-
able measurements of the broadband GHI and DNI are
used to determine the right cloud modifier. During the
calibration the required GHI and DNI come from the
thermopile radiometers at the reference station, which
is located nearby the RSI under calibration. For the ap-
plication of the method at a remote site without a refer-
ence station which is resolved by taking the best avail-
able preliminary GHI and DNI from the RSI are used as
further explained in Section 2.3. Finally, the cloud cor-
rected spectra for GHI and DNI are then used to calcu-
late the DHI spectra.
2.1.2 Description of the combined spectral and
temperature correction
The Si pyranometer of the RSI has a temperature depen-
dent spectral response. The temperature effect is espe-
cially dominant in the range of 1000 to 1200 nm, where
the indirect band-gap of silicon is located (Rajkanan
et al., 1979). Therefore, the responsivity Rbb of the pyra-
nometer to broadband irradiance, depends on the spec-
tral response at temperature T, Rs(λ, T ), the spectral ir-
radiance Is(λ) and the temperature T :
Rbb =
∫
dλRs(λ, T ) · Is(λ)∫
dλIs(λ)
. (2.3)
Here, the spectral response Rs(λ) is normalized to 1 at its
maximum. The short circuit current of the silicon pyra-
nometer is proportional to the product of the responsiv-
ity Rbb and the incoming broadband irradiance.
In order to incorporate the temperature dependence
of the spectral response into the spectral correction, the
wavelength per temperature shift of the quantum effi-
ciency described by Hishikawa et al. (2018) for sili-
con based photovoltaic devices is used. The quantum
efficiency (QE) can be calculated from the spectral re-
sponse using a constant CQE as
QE(λ)  Rs(λ) · CQE
λ
. (2.4)
For Hishikawa et al.’s approach the wavelength λmax
at which the quantum efficiency is maximum, is deter-
mined. To calculate the quantum efficiency at a desired
temperature T2, the quantum efficiency at temperature
T1 is shifted by −0.45ΔT nmK in wavelength above λmax.
ΔT is the temperature difference between T1 and T2. Be-
low λmax the quantum efficiency at T2 equals the quan-
tum efficiency at T1 (Hishikawa et al., 2018):
QE(λ, T = T2) ={QE(λ − 0.45nmK · ΔT, T = T1) λ > λmax
QE(λ, T = T1) λ ≤ λmax . (2.5)
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Figure 3: Calculated spectral response (RS ) of the LI-200 at −30 °C, 25 °C and 70 °C pertinent to the left axis and the spectral irradiance (IS )
of the GHI under G173 conditions pertinent to the right axis.
Finally, the quantum efficiency at T2 is converted back
to the spectral response at T2 with Eq. (2.4). The result-
ing spectral response is not normalized anymore. Val-
ues above one are reached at higher temperatures which
shows that the pyranometer’s responsivity to broadband
radiation is higher at higher temperatures. The manufac-
turer of the LI-200 silicon pyranometer that is used in
this study provides a generic spectral response (Licor,
2004). It is not clear from the provided information
by Licor (2004) at which temperature this spectral re-
sponse is measured, but we assume the temperature to
be 25°C because this is the standard temperature for lab-
oratory conditions. Using the above described method
with the generic spectral response, the spectral response
at different temperatures can be calculated. Fig 3 shows
the obtained spectral response curves for different tem-
peratures for −30 °C, 25 °C and 70 °C as calculated with
the model and the GHI spectrum under G173 conditions
for comparison.
After deriving the spectral response at the current
sensor temperature, the broadband responsivities can be
calculated using Eq. (2.3). Broadband refers to the range
from 280 nm to 4000 nm in this work. The integrals are
calculated numerically using trapezoid integration as de-
fined in ASTM (2016). With the obtained responsivities,
the spectral temperature correction factor FαF,I for the
irradiance I can be defined
FαF,I =
∫
dλRs(λ, Tref) · Is,G173(λ)∫
dλRs(λ, Tcurr) · Is,curr(λ)
·
∫
dλIs,curr(λ)∫
dλIs,G173
=
Rrefbb
Rcurrbb
(2.6)
where Tref is the reference temperature, here 25 °C,
Tcurr the current temperature, Is,G173(λ) the reference
spectrum of the DHI or GHI under G173 conditions and
Is,curr(λ) the current spectrum of the DHI or GHI. For
a given time stamp, FαF,GHI and FαF,DHI are calculated
for DHI and GHI, respectively. For GHI the uncorrected
GHI GHIraw is used to obtain the spectral and tempera-
ture corrected GHI as:
GHIspectemp = FαF,GHI · GHIraw (2.7)
For the conversion of the uncorrected DHI (DHIraw)
to the spectral and temperature corrected DHI
(DHIspectemp), another factor is included in order
to obtain DHI calibration factors close to one. Each
LI-200 sensor is calibrated beforehand by LI-COR
Biosciences by comparing the GHI from the silicon
pyranometer to a thermopile pyranometer (Licor,
2004, p.7). The obtained calibration factor is applied to
the measurements of the GHI, DHI and DNI by default
in the RSI’s data logger (Jessen et al., 2017). However,
the calibration factor from LI-COR is derived for GHI
and is inappropriate for DHI because of the different
spectra of GHI and DHI. Therefore, the later derived
DHI calibration factors would be greater than 1 if no
further additional factor is included. Calibration factors
close to 1.0 have the advantage that the individual
sensor’s deviation from the common expected sensitiv-
ity is obvious. Therefore, we apply such a convenient
additional factor to DHI. We calculate this factor using
Eq. (2.6) with the LI-200 spectral response (Licor,
2004) and the GHI spectrum under G173 conditions
as reference spectrum and DHI spectrum under G173
conditions as current spectrum. This factor of 1.279 is
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Figure 4: Spectral temperature correction factors FαF for the GHI spectrum under G173 atmospheric conditions with different air masses
in comparison with currently used broadband temperature correction factors FαG as obtained by Geuder et al. (2008) and FαK as obtained
by King and Myers (1997).
applied to the DHI measurement of the RSI additionally
to the LI-COR constant, before the measurements are
further corrected. The factor reflects the fact that the
LI-COR pyranometer’s responsivity for GHI is 1.279
times higher than for DHI under G173 conditions at
25 °C.
DHIspectemp = 1.279FαF,DHI · GHIraw (2.8)
The spectral temperature correction factors FαF,GHI and
FαF,DHI have the advantage that they refer to standard
conditions (spectra for G173 conditions at air mass 1.5
and Tref = 25 °C), which is useful for the later defi-
nition of calibration factors (see Section 2.2 below). It
also combines the temperature and spectral correction
into one correction factor. These functional dependences
(Eq. (2.3) to (2.8)) of the responsivity of the sensor and
the spectral and temperature corrected GHI and DHI are
applied during the calibration and the correction of the
sensor.
Comparison of the obtained temperature correction to
pre-existing temperature corrections
King and Myers (1997) and Geuder et al. (2008) cal-
culated a broadband temperature correction FαK and
FαG that can now be compared with FαF
FαK = 1 − αK(TRSI − Tref) (2.9)
with αK = −0.00082/K King and Myers (1997).
Geuder et al. (2008) uses the same linear relation, but
with αK = −0.0007/K. Fig. 4 shows the temperature
correction factors as a function of the sensor tempera-
ture. To compare the new correction to these functions
from literature, FαF is calculated for a fixed GHI spec-
trum under G173 atmospheric conditions at a specific
air mass and different temperatures. The slope αF cor-
responding to Eq. (2.7) is then obtained via linear re-
gression. αF is −0.00083/K for an air mass of 4 and
−0.00079/K for an air mass of 1 (Vignola et al., 2019).
The measurements carried out by Geuder et al.
(2008) to obtain FαG were conducted at the Plataforma
Solar de Almeria, in southern Spain. For the experi-
ment, the used LI-200 was cooled down to 0 °C and
then mounted outside close to solar noon. As the sen-
sor heated up to 40 °C, the sensor signal was measured
as well as the temperature inside the sensor. To account
for changes of the irradiance during the measurement
campaign, a reference photodiode at a constant temper-
ature measured the irradiance near by the unit under
test (Geuder et al., 2008). The facts that the experiment
was conducted around solar noon and with a high maxi-
mum temperature lead to an air mass close to one. As
Fig. 4 shows, the newly obtained FαF for air mass 1
(FαF GHIG173 AM1) fits the curve obtained by Geuder
et al. (2008), FαG , quite well. This was also expected as
the average conditions at PSA are close to G173 condi-
tions (Jessen et al., 2018).
It could not be determined exactly under which spe-
cific conditions the experiment from King and Myers
(1997) was conducted. The publication only states that
the temperature correction was determined with a rou-
tinely used standard for photovoltaic cells (King and
Myers, 1997). The resulting FαF from King and My-
ers (1997) can be reproduced using AM4.
2.1.3 Description of the cosine correction
In previous works, the cosine correction functions (also
called incidence angle modifiers, IAM) were determined
outdoors, and were thus subject to changes in spec-
trum, temperature and diffuse fraction over the course
of the measurements (King et al., 1997; Geuder et al.,
2008). For the present study we used directional re-
sponse measurements of the LI-200 carried out in the
laboratory by PV Performance Labs Germany in the
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Figure 5: Normalized response of an LI-COR sensor and the ideal cosine plotted against the incidence angle of the light source.
context of the PVSENSOR project (Driesse et al., 2015;
Driesse, 2018). In essence, the sensors were mounted
on a computer-controlled rotating platform, illuminated
by a stable distant light source, and shaded from any
stray light or reflections. The platform was then rotated
through a predetermined sequence of angles over the
range −100° to +100° (10° below the sensor surface on
each side) with increments as small as 0.5°, and a po-
sitioning accuracy <0.1°. The output signal of the sen-
sor was measured at each position and normalized after-
wards to the signal level at 0° angle of incidence. The
resulting response of one LI-COR sample dependent on
the incidence angle of the incoming light is shown in
Fig. 5 as well as the ideal cosine for comparison. This
absolute directional response was then divided by the
ideal cosine response to produce the new cosine correc-
tion function Fcos. The angular resolution of the mea-
surements is high enough that a simple interpolation can
be used, but for this work a polynomial spline fit to the
data was preferred. The correction factor Fcos corrects
the signal to the ideal cosine of the current incidence
angle. Because of the measurement technique, the cor-
rection factor can be applied as a stand-alone function
to the DNI as opposed to the currently published co-
sine and cat ear correction factors that depend on the air
mass correction function and are applied to the GHI (see
Section 1.1) (King and Myers, 1997; Vignola, 2006;
Geuder et al., 2008). For incidence angles between 0°
and 80°, the correction factor varies between 1 and 0.96
and above 80° between 0.94 and 1.4.
This cosine correction factor is applied to the direct
component of the spectrally and temperature corrected
GHI along:
GHIspectempcos =
(GHIspectemp − DHIspectemp) · Fcos(S ZA) + DHIspectemp
(2.10)
The calibration method and application of the correc-
tions and calibration factors in the field are described in
the following two Sections 2.2 and 2.3.
2.2 Calibration procedure
To obtain the final RSI measurements, the calibration
factors are applied. Two calibration factors g and d are
defined for GHI and DHI respectively for each sensor,
since the spectral response might vary between differ-
ent sensors. The fully corrected GHI and DHI measure-
ments of the RSI are calculated as follows with the GHI
calibration factor g and the DHI calibration factor d:
GHIfinal = g · GHIspectempcos (2.11)
DHIfinal = d · DHIspectempcos (2.12)
From the final resulting GHIfinal and DHIfinal, the corre-
sponding DNIfinal can be calculated.
Because of the simulation of the spectra during
the physical correction, additional reference sensors are
used for the calibration of the RSIs. First of all, just like
for the calibration using Vig or Geu functions, a refer-
ence station with a pyrheliometer and two thermopile
pyranometers for GHI, DHI is used. Also, the pressure,
ambient temperature and relative humidity are mea-
sured. Additionally, an Aeronet station is used that pro-
vides the ozone concentration, precipitable water vaper
and measurements for the calculation of the Angström
turbidity factor and exponents, single scattering albedo
and asymmetry factor. In the best case, the RSI itself
needs to have an internal temperature sensor to measure
the temperature of the photodiode sensor. If this is not
the case, the RSI pyranometer temperature can be es-
timated based on the air temperature (Wilbert et al.,
2015). During the calibration measurement period of
at least one and a half months, the weather conditions
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should be cloudy as well as clear periods so that the sen-
sor is calibrated for these conditions.
After the measurements are conducted, the raw data
are quality controlled and filtered using methodologies
from Geuder et al. (2015) to calibrate only reliable
measurement data. The RSI measurements are corrected
using the physical correction method. In summary, the
spectra of the GHI and DHI are simulated for each time
stamp as described above. Using the temperature of the
silicon pyranometer, the spectral response is calculated
for each time stamp as well. Then, the spectral and
temperature correction factors FαF for GHI and DHI
are calculated for each time stamp using the specific
spectrum and spectral response. Also, each individual
GHIspectemp is cosine corrected.
To obtain the calibration factor g for the GHI, g is
varied and the RMSD of the corresponding GHIfinal and
the reference GHI is derived. The g minimizing the
RMSD is selected as the calibration result using a mini-
mum search algorithm. In order to calculate the calibra-
tion factor d for the DHI, d is varied such that the RMSD
of DNIfinal and the reference DNI is minimized. In con-
trast to the 10 min temporal averages used in Jessen et al
(2016), temporal averages of 1 min are used for the cal-
ibration in order to allow for a more accurate distinc-
tion between clouds and aerosols. The calibration fac-
tors g and d are determined for each individual sensor
during the calibration of the sensor. Using the correction
method explained in the following, these calibration fac-
tors are used to correct the measurements of the individ-
ual sensor when it is deployed in a measurement cam-
paign. This means that the calibration does not have to
be repeated at a measurement site in a different climate.
2.3 Estimation of the spectra for the
application of the correction method
As mentioned above in Section 2.1.1 some of the input
parameters used for the estimation of the spectra during
the calibration are not measured for most RSI measure-
ment campaigns. These parameters are those measured
by the Aeronet station and the reference irradiances. Es-
pecially the aerosol parameters (β1, β2, α1, α2, single
scattering albedo and asymmetry factor) and the precip-
itable water vapor are of importance and complex to de-
termine. The process will be described in the example
that follows for an already measured time range of raw
data from the RSI during a measurement campaign.
First, just like during the calibration, the solar po-
sition, different air masses and average temperature
are calculated. Additionally, the precipitable water va-
por is estimated from temperature, relative humidity
and pressure along the formula provided by Garri-
son and Adler (1990) which is also implemented in
SMARTS. Aerosol parameters, such as the Angström
exponents α1, α2, the single scattering albedo and the
asymmetry factor are set to temporally constant values.
They are derived by evaluating a year of Aeronet data
from the station that is expected as most representa-
tive for the site of interest and defined once beforehand.
The temporal average of the spectral single scattering
albedo and the asymmetry factors are calculated from
the Aeronet data sets. These temporal averages are then
spectrally weighted with the GHI spectrum under G173
air mass 1.5 spectral conditions to obtain the broadband
single scattering albedo and asymmetry factor required
for SMARTS. It is possible to provide seasonal values
for these four parameters if more detailed information is
available. These four parameters are kept to the default
initial values throughout the correction process. In this
work, a year of ozone concentrations from the selected
Aeronet station is provided to the correction method to
account for the large seasonal dependence of the ozone
concentration over the course of one year. This can be
improved in the future. Instead of Aeronet data, also
other data sources could be used for aerosol and ozone
information, i.e. satellite derived information.
In the next step, the current AOD at 550 nm has to
be estimated in order to simulate the spectrum appropri-
ately. The AOD at 550 nm can be estimated from DNI
and precipitable water vapor. First, the Linke turbid-
ity TL is calculated from DNI for each time stamp us-
ing the formulation from Ineichen and Perez (2002).
TL is then used together with the precipitable water va-
por and pressure to estimate the current AOD at 550 nm
using the relation from Ineichen (2008). It is important
that the DNI used to derive the AOD is not affected by
clouds. It is therefore crucial to identify the sunny peri-
ods, for which no cloud is masking the sun. The algo-
rithm to detect the clouds uses the TL time series for all
time stamps and its temporal gradient. In a first step a
cloud is detected if TL > 13 or if TL varies strongly over
time, i.e. if the absolute amount of the gradient between
two time stamps is above 1.2/hour. The DNI is then com-
pared to the clear sky DNI, which is derived from the
lowest TL in the examined time series. If the DNI for a
time stamp is at least x % lower than the clear sky DNI,
the time stamp is interpreted as cloudy. x is a variable
threshold that depends on the air mass. Time stamps at
solar noon with deviation larger than 10 % are classi-
fied as cloudy, however, time stamps at sun rise have
to reach a deviation of 30 % (Hanrieder et al., 2016;
Wilbert et al., 2016). For this calculation of the AOD,
only the measured DNI from the RSI is available. This
DNI is not yet corrected because an accurate estimation
of the spectrum is needed for the spectral temperature
correction, which already requires a good estimation of
the AOD. In order to solve this problem, an iteration pro-
cess is used, which is described in the following.
Before the cloud detection and the iteration process, a
spectral temperature correction is done with the most ba-
sic assumptions about the spectrum. This is necessary, in
order to detect clouds and start the iteration process from
a better initial estimation. This preliminary correction is
done with an estimation of the GHI, DHI and DNI spec-
tra using an air mass of 1.5 and a default turbidity that
can be specified for the site of interest. With these spec-
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Figure 6: Iteration process of the correction method for the most accurate estimation of the AOD with the available DNI measurement of
the RSI.
tra, a preliminary spectral temperature correction and
cosine correction is performed on the entire GHI and
DHI time series, which are already multiplied with the
calibration factors g and d. These corrections result in
the preliminary measurements GHIprelim and DHIprelim
from which the DNIprelim is calculated.
To identify the sunny time periods, when the sun
is not masked by clouds, the cloud detection is used
as explained in the paragraphs above. For each of the
thus obtained sunny time stamps, the iteration process,
displayed in Fig. 6, is started with GHIprelim, DHIprelim
and DNIprelim. First, the Linke turbidity is calculated us-
ing DNIprelim. Then, the AOD at 550 nm is calculated.
With this AOD at 550 nm and all other input parame-
ters mentioned in the second paragraph of this section,
the spectra of GHI, DHI and DNI are simulated with
SMARTS 2.9.5 and cloud modified with the enhanced
Sedes2 model. The cloud modification is necessary be-
cause clouds can still be present in the sky even if they
do not mask the sun and affect the GHI and DHI spectra.
With the modified spectra of the GHI and DHI, the spe-
cific spectral temperature correction factors for GHI and
DHI, FαF,I , are calculated (see Section 2.1.2). The GHI
and DHI, already multiplied with their respective cali-
bration factors, are then spectral temperature corrected
and the GHI is cosine corrected as described in Sec-
tion 2.1.3. This results in DHIspectemp and GHIspectempcos,
which define a new set of preliminary measurements for
the examined sunny time stamp. From these two prelim-
inary results, a new DNIprelim is calculated.
If the spectral temperature correction factors FαF,I
for GHI and DHI deviate more than 0.0005 from the pre-
vious correction factors and are above a predefined limit
of 1.1, the iteration is repeated until a maximum of 5
repetitions is reached. For the corrections that were per-
formed for this paper, the mentioned break conditions
were rarely met. If any of the break conditions are met,
the next sunny time period is processed until AOD esti-
mations for all sunny time periods are calculated.
Finally, all time periods for which the sun is masked
are corrected using the temporally closest estimated
AOD as an input parameter for the SMARTS and Sedes2
model. If the time difference between the current time
period and the temporally closest estimated AOD is
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Table 1: Station information of the three locations that are used in this paper. The climates are determined using Kottek et al. (2006), The
Aeronet stations can be found via https://aeronet.gsfc.nasa.gov/cgi-bin/draw_map_display_aod_v3 and the direct links provided in the text.
Site Location Coordinates Climate Reference broad band
radiometers
Aeronet station
CIEMAT’s
Plataforma Solar
de Almería
(PSA) Used for
RSI calibration
Tabernas, Spain 37.091° N,
2.358° W,
500 m a.m.s.l.
arid, steppe, cold
arid climate
(BSk)
Kipp&Zonen
pyrheliometer (CHP1),
on automated solar
tracker Kipp&Zonen
pyranometers (CMP21)
Tabernas_PSA-DLR
NETRA’s station Greater Noida,
New Delhi, India
28.502° N,
77.465° E,
195 m a.m.s.l.
warm
temperature, dry
winter, hot
summer (Cwa)
Kipp&Zonen
pyrheliometer (CHP1),
on automated solar
tracker Kipp&Zonen
pyranometers (CMP21)
Gual_Pahari and
New_Delhi
Lon station Londrina,
Paraná, Brazil
Exact location
confidential,
rough location
see text
warm
temperature,
fully humid,
warm summer
(Cfb)
Kipp&Zonen
pyrheliometer (CHP1),
on automated solar
tracker Kipp&Zonen
pyranometers (CMP10)
Campo_Grande_SONDA
greater than three days a monthly average of the AOD
is used. With this input, the physical correction is made
following the basic principle described in Section 2.1
and Fig. 2 using the same functional dependences as
used during the calibration. This results in the spectral
temperature and cosine corrected GHI, the spectral tem-
perature corrected DHI and the corresponding DNI as
final corrected measurements. These corrections have to
be made for each sensor and time range when it is de-
ployed at a measurement site. For each new measure-
ment site, the input parameters such as aerosol proper-
ties have to be adjusted once beforehand, but the cali-
bration constants that were determined at one calibration
site can be used without adapting.
3 Experimental set-up and evaluation
of the method performance
Within this section the experimental set-up including the
calibration sensors used in the experiment and field mea-
surements is explained. The performance of the correc-
tion and calibration methods at different locations is il-
lustrated and discussed. Finally, an analysis of options
to improve the method is conducted. In order to quan-
tify the correction results, two RSIs were calibrated at
one location using the three calibration methods for Geu,
Vig and the new physical correction functions. The RSIs
were then deployed at two different locations in different
climates than the calibration station. The measurements
are then corrected with the three correction functions,
all of which are not adjusted specifically to the new lo-
cations, and their performance is compared in terms of
irradiance. Also intermediate results obtained during the
correction process are evaluated using Aeronet data as a
reference.
3.1 Measurement sites, used sensors and
datasets
In this paper, the following three locations are used as
displayed in Table 1.
A general description of CIEMAT’s Plataforma So-
lar de Almería (PSA) in Tabernas, Spain can be found in
Wilbert et al. (2013) and Pozo-Vázquez et al. (2011).
The “cold” climate might be misleading as the aver-
age temperature is about 17 °C which is close to the
common threshold to “hot arid climate” of 18 °C and
as the average temperatures of the coldest month are
about 7 to 10 °C and hence well above corresponding
alternative thresholds of 0 °C and −3 °C. An Aeronet
station near the reference and calibration station pro-
vides level 2.0 data, that is fully cloud and quality fil-
tered, on atmospheric parameters for most of the period
of interest (https://aeronet.gsfc.nasa.gov/cgi-bin/type_
one_station_opera_v2_new?site=Tabernas_PSA-DLR&
amp;nachal=2&amp;level=2&amp;place_code=10). For
one of the examined sensors (RSI-PY87333-1) one year
of reference and RSI data from January 2015 to Febru-
ary 2016 are available from this site. The Aeronet station
provides data for the entire time range except for Febru-
ary 2015, where it was offline. This sensor was then de-
ployed at NETRA, India (see below). For the other ex-
amined sensor (RSI-PY88668-1), four months of refer-
ence and RSI data from April to August 2016 are avail-
able. But the Aeronet station was only online from June
to August 2016, which is why the calibration data set is
reduced to that time period. This RSI sensor was then
deployed in Londrina, Brazil (see below).
The nearest Aeronet station to NETRA’s station
in Greater Noida, New Delhi, India that measured
in the desired time range is located in Gual Pahari
(28.426° N, 77.150° E, 250 m a.m.s.l.) which is about
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Table 2: Used data for each evaluation step.
Evaluation step RSI raw irradiance
and sensor temp.
Rel. hum. ambient
temp.
Reference
irradiance
measurement
Aeronet data as
climatology
Aeronet data as
time series
calibration X X X
RSI corrected data
measurement,
X X X
evaluation of RSI
irradiance data,
X X X X
evaluation of
intermediate results
involved in the
correction process
X X X
32 km away from the station and provides 1.5 level
Aeronet data (https://aeronet.gsfc.nasa.gov/cgi-bin/
type_one_station_opera_v2_new?site=Gual_Pahari&
amp;nachal=0&amp;year=16&amp;aero_water=0&
amp;level=2&amp;if_day=0&amp;if_err=0&amp;
place_code=10&amp;year_or_month=1). For the es-
timation of the Angström parameters, symmetry and
asymmetry factor, level 2.0 Aeronet data from 2009
from the site in New Delhi (28.630° N, 77.175° E, 240 m
a.m.s.l.) that is also about 32 km away from NETRA’s
station are used (https://aeronet.gsfc.nasa.gov/cgi-bin/
type_one_station_opera_v2_new?site=New_Delhi&
amp;nachal=2&amp;level=3&amp;place_code=10).
This choice is made because this station is located in
the main wind direction from NETRA. That way, we
assume that a better estimation of the aerosol type at
NETRA can be made.
The Lon station in Londrina, Paraná, Brazil does
not measure the current site pressure which is therefore
estimated using the monthly average data from www.
worldweatheronline.com/londrina-weather-averages/,
that is measured at the Londrina airport, about 2.5 km
away from the station. The nearest Aeronet sta-
tions are about 470 km away and located in Campo
Grande, Sonda and Sao Paulo. Campo Grande, Sonda
(20.438° S, 54.538° W, 677 m a.m.s.l.) provides 1.5 level
Aeronet data for this evaluation (https://aeronet.gsfc.
nasa.gov/cgi-bin/type_one_station_opera_v2_new?
site=Campo_Grande_SONDA&amp;nachal=0&amp;
year=25&amp;aero_water=0&amp;if_day=0&amp;
year_or_month=1&amp;level=2&amp;place_code=10).
Even though the climate at the site is equatorial with a
dry winter (Aw) (Kottek et al., 2006) the site is still
chosen as source of Aeronet data for simplicity. At least
the population of the cities is about the same, both cities
are not near the coast and at about the same altitude at
different sides of the Rio Paraná.
Based on Vuilleumier et al. (2014) we estimate the
uncertainty for the 1 min thermopile radiometers as 1 %.
Based on Holben et al. (1998) the uncertainty of the
aerosol optical depth at 550 nm is estimated as +/−0.01
and that of the precipitable water vapor as 12 %.
The studied RSIs are Twin RSI manufactured by CSP
Services equipped with LI- 200 sensor (Licor, 2004) for
the irradiance measurements. For this work, one minute
data resolution collected within 24 hours after a cleaning
event is taken into consideration. This assures that the
sensors are not affected by soiling. In addition, the auto-
matic quality control described by Geuder et al. (2015)
is used to discard suspicious data and only solar zenith
angle below 85°, GHI and DHI measurements above
10 W/m2 and DNI measurements above 300 W/m2 are
considered. All corrected RSI measurements that devi-
ate more than 25 % from the reference measurement are
assumed to be erroneous and are not used for the calcu-
lation of the calibration factors. The sensors at the NE-
TRA station were cleaned following an irregular sched-
ule, which means the available data set is reduced sig-
nificantly and the time periods might be temporally far
apart.
3.2 Evaluation method
To quantify the performance of the physical calibration
and correction method, the two sensors are calibrated
at the PSA and then deployed at Lon or NETRA. At
both stations the RSI measurements are corrected with
Geuder et al. (2008) (Geu), Vignola (2006) (Vig) and
the physical correction method (Phys) to allow a bench-
mark. The calibration factors for the benchmark were
derived at PSA. Note that the correction functions for
Geu were derived at the PSA. The correction functions
for Vig were derived at various sites in the USA. Evalu-
ations are performed using several time periods at each
site. Then, the mean bias and the root mean square de-
viation (RMSD) for GHI, DNI and DHI are calculated
and compared as a measure for the performance of the
calibration and correction methods. Later in Section 3.4
intermediate results of the correction method such as
the aerosol optical depth are evaluated. The different
involved data sets and their application are shown in
Table 2.
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Figure 7: Mean bias and RMSD of corrected measurements from NETRA with calibration factors from the PSA for the GHI.
3.3 Performance with the calibration factors
from the PSA at two locations
3.3.1 Correction results in NETRA, India
Fig. 7 displays the mean bias and RMSD of the corrected
GHI measurements for five different time ranges. The
different time ranges are displayed above each subplot.
The x axis references the average GHI, measured with
the thermopile pyranometer, for each time range.
Overall, the three correction methods perform sim-
ilarly. The physical correction method is able to re-
duce the bias of the GHI measurements compared to
Geu and Vig for three out of five periods. The highest
RMSD of 36 W/m2 occurs between June 2nd and Au-
gust 30th, during which much of the weather was af-
fected by the summer monsoon in New Delhi (Wang
and Ho, 2001) and the application of the physical cor-
rection method yields a lower RMSD compared to the
pre-existing methods in that time range. The summer
monsoon time implies a challenge for the physical cal-
ibration method because the last calculated AOD from
a sunny time stamp might be days or even weeks ear-
lier. Especially the high bias of −35 W/m2 in that time
range could indicate that the Sedes2 model does not
reach a sufficient accuracy for these weather conditions.
However, the Phys method still outperformed the other
correction methods for this time interval. Additionally,
none of the correction methods show a seasonal devia-
tion.
Fig. 8 displays the bias and RMSD of the corrected
measurements after applying the different correction
methods for the DNI in the same manner as for the GHI.
The reference DNI that is displayed on the horizontal
axis is measured with the pyrheliometer at NETRA for
the specific correction time range.
Fig. 8 shows that the physical correction is able to re-
duce the bias of the corrected DNI measurements com-
pared to Geu for all but one time period and compared
to Vig for all but two time ranges. This is again remark-
able because it shows that the systematic errors of the
RSI measurement could be reduced more than with pre-
existing methods. The RMSD for the DNI is reduced for
all but one time range. For that time range the RMSD is
increased by 3 W/m2 in comparison to Vig and 5 W/m2
compared to Geu. One possible explanation could be
that the Angström exponents, which are estimated with
Aeronet data from a selected year in New Delhi, might
not fit the actually represent the aerosol type in that time
period, yielding a higher bias and RMSD. It is worth
mentioning that the uncertainty of the reference mea-
surements is between 3 to 4 W/m2.
This analysis of the measurement errors shows that
the physical correction function is able to reduce the bias
of the GHI and DNI measurements for three out of five
time periods for NETRA’s station. This shows that, the
physical correction function is able to model the mea-
surement characteristics of the RSI. A possible reason
why the RMSD is not even more reduced for the GHI
and DNI might be a wrong estimation of the input pa-
rameters describing the aerosols like the AOD and the
Angström exponents and the application of the Sedes2
model that might not fit the cloud effects on the spectra
well enough. This is further investigated in Section 3.4.
Another reason for errors found could be deviations of
the spectral response of each individual pyranometer
compared to the assumed spectral response. This could
be reduced in the future by measuring and using the in-
dividual spectral response of each sensor in the correc-
tion method. However, this would lead to higher sensor
costs and the gained improvement was not tested. Since
1 min data was used for this evaluation, the RMSD is
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Figure 8: Mean bias and RMSD of corrected measurements from NETRA with calibration factors from the PSA for the DNI.
increased due to natural deviations of the measured ir-
radiance values from the sensor. This is a source for the
overall increased RMSD. Compared to the typical un-
certainty of the Vig-corrected RSI data of about 2 % for
GHI and 3 % for DNI (Wilbert et al., 2016) the devi-
ations between the three methods are small in several
of the investigated cases. However, cases for which the
DNI and GHI bias and RMSD of the empirical methods
are exceptionally high (∼ 5–6 % RMSD, e.g. Netra GHI
and DNI June–August 2017) are improved by the phys-
ical correction method. Also, it is worth pointing out
that the good correction results of the physical correc-
tion method are achieved already with quite rudimentary
estimations of the atmospheric conditions and aerosol
type. It is also worth stressing that the estimation of the
aerosol properties, α1, α2, single scattering albedo and
asymmetry factor, stem from an evaluation of 2009 in
New Delhi, which is about 27 km away from NETRA’s
site and a major aerosol source. It is expected that the
measurement errors after the physical correction could
be further reduced with an improvement of the aerosol
input parameters and the Sedes2 model. The results sug-
gest that the location dependence of the correction with
calibration factors from the different climate at the PSA
is reduced with the new methods.
3.3.2 Correction results in Londrina, Brazil
The calibration factors from a calibration time of one
and a half months, from 17 July to 30 August 2016 at
the PSA are tested using the three different correction
methods at the Lon station in Londrina, Brazil. Three
time ranges are examined and selected so that there is
approximately the same number of data points in each
interval. Since the station is located in the southern
hemisphere, the time range includes spring, summer
and fall at the site. Fig. 9 and 10 display the bias and
RMSD of the corrected measurements for GHI and DNI
respectively after the different correction methods are
applied.
The results are shown in the same way as the NETRA
correction results. For one time range the bias of the GHI
is reduced compared to Geu and increased in compari-
son to Vig. For the other two time ranges the bias for
the GHI measurement is increased by 1 to 3 W/m2 with
the physical method in comparison with Vig and 2 to
7 W/m2 compared to Geu. Overall, the bias of all meth-
ods is small (<1.5 %). No improvement of the RMSD
is achieved with the physical method and the results of
all three correction methods are close to each other ex-
cept for one time range. In that time range (18 November
2017 to 05 January 2018) cloudy situations prevailed,
which might be an indication that the Sedes2 model is
not applicable at the Londrina station.
For the DNI bias, the application of the physical
correction method yields nearly the same result as the
application of the pre-existing correction methods as
Fig. 10 shows for two time ranges. In the time range
of 18 November 2017 to 05 January 2018 the bias is in-
creased to about 1.6 % with respect to the average ref-
erence DNI. The RMSD is decreased with the physi-
cal correction method for the other two time ranges to
about 3.6 %.
There are a few possible explanations for the lack of
improvement by the physical correction method in Lon-
drina. No atmospheric pressure measurement is done in
Londrina on ground level. The pressure is therefore es-
timated with monthly average values, which adds an un-
certainty to the correction method and could lead to a
bias in the correction results. The pressure is used to
calculate the precipitable water vapor. The precipitable
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Figure 9: Mean bias and RMSD of corrected measurements from Londrina with calibration factors from the PSA for the GHI.
Figure 10: Mean bias and RMSD of corrected measurements from Londrina with calibration factors from the PSA for the DNI.
water vapor and pressure is then used to estimate the
AOD at 550 nm. This is a key factor when simulating
the spectrum with SMARTS. If the AOD at 550 nm is
erroneous, the spectrum and therefore the entire physi-
cal corrections are erroneous.
An overall improvement of the input parameters es-
pecially with regard to the estimation of the Angström
exponents, single scattering albedo and asymmetry fac-
tor should also be done because they stem from an
Aeronet station that is about 470 km away and in a dif-
ferent climate. Better correction results might even be
achieved with estimations of the aerosol type from a sta-
tion that is further away from Londrina but has a com-
parable climate and population size.
In addition, all time ranges, but especially the time
range from 18 November 2017 to 05 January 2018, that
are examined, are heavily impacted by clouds which
means that the influence of Sedes2 on the physical cor-
rection is quite high even though Sedes2 might not be
applicable in Londrina. Myers (2012) evaluated simu-
lated spectra and spectral measurements for Miami in
Florida and Boulder in Colorado and found high devia-
tions between the computed spectra by Sedes2 and spec-
tral measurements especially in the wavelength range
where the here used LI-COR sensor is sensitive. This
shows that the Sedes2 model might not be applicable.
The errors and possible enhancements of the Sedes2
should be investigated.
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Figure 11: Evaluation of the AOD calculation by Ineichen (2008) and calculated precipitable water vapor by Garrison and Adler (1990)
for the PSA, Spain. a) Calculated τ550 nm after the iteration process in comparison with τ550 nmcalculated from Aeronet data for one year and
sunny time periods. b) Calculated precipitable water vapor compared to measured water vapor from Aeronet measurements for one year.
The possibly wrong input for the aerosol type could
explain the increased bias that is observed for the GHI
and DNI. Overall, there are uncertainties regarding the
results in Londrina due to the quality of the input data.
However, despite these uncertainties, the physical cor-
rection method is able to perform as well as the empiri-
cal correction methods Geu and Vig, which have been
long term tested and are well-tried. The found devia-
tions of the physical method and possible explanations
are discussed in more detail in the next section.
3.4 Discussion and potential for improvement
Improvements in the accuracy of the aerosol data, the
precipitable water vapor and the Sedes2 model can ul-
timately improve the physical correction method. An-
other reason for errors found could be deviations of the
spectral response of each individual pyranometer com-
pared to the assumed spectral response. This could be
reduced in the future by measuring and using the indi-
vidual spectral response of each sensor in the correc-
tion method. This section further evaluates the influence
of the AOD and the precipitable water vapor. An im-
provement in finding default values for the Angström ex-
ponents, single scattering albedo and asymmetry factor
could improve the method’s performance significantly.
The following sections investigate how well the iteration
process of the physical correction estimates the AOD at
550 nm. The estimation of the AOD depends on the cal-
culated precipitable water vapor. How well the calcula-
tion of the precipitable water vapor following Garrison
and Adler (1990) fits the reference precipitable water
vapor is also investigated. This analysis is done in the
following two sections for PSA and NETRA.
3.4.1 AOD and precipitable water vapor
estimation at PSA, Spain
The evaluation uses one year of data from PSA and
the following approach to evaluate the accuracy of the
AOD estimation. First, the AOD at 550 nm is estimated
with the iteration process from the physical correction
at the PSA over the course of one year for all sunny
time stamps. The AOD at 550 nm is also calculated from
the measurement of α1 and β2 from the Aeronet station
as reference. The calculated precipitable water vapor is
compared to the measurement with the Aeronet station
as a reference. Version 2 Level 2 Aeronet data is used
here. In Fig. 11 the results of the analysis are shown. On
the y axis of Fig. 11a), the AOD at 550 nm after the itera-
tion process is displayed. This AOD is estimated during
the correction process with the calculated precipitable
water vapor and is only calculated for sunny time stamps
over the course of one year. On the x axis of Fig. 11a)
the reference AOD is shown.
The comparison in Fig. 11a) shows that the AOD af-
ter the iteration deviates from the actual AOD in many
cases. Fig. 11a) shows only data points that were cat-
egorized as sunny, which means that the algorithm did
not detect a cloud in front of the sun. Few time periods
were not categorized correctly and therefore show high
τ550 nm up to 0.3 after the iteration when the Aeronet sta-
tion measured a rather low τ550 nm of under 0.05 (verti-
cal lines). There are a number of possible reasons why
differences can be observed. In some case the Aeronet
data points seem to be impaired by clouds since quite
sudden AOD fluctuations are observed in the Aeronet
time series. In such cases the Aeronet data shows AODs
greater than the AOD estimated from the RSI data af-
ter the iteration. Another source for differences is that
the function to obtain τ550 nm from the TL by Ineichen
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Figure 12: Evaluation of τ550 nm for sunny time stamps before and after the iteration at the PSA. a) Calculated τ550 nm after the iteration
process in comparison with the τ550 nm calculated with calculated precipitable water vapor and the reference DNI. b) Calculated τ550 nm
before the iteration process in comparison with the τ550 nm calculated with calculated water vapor and the reference DNI.
(2008) uses an urban aerosol type. This is a poor choice
for the remote PSA that is located in a more rural en-
vironment and only about 40 km away from the coast.
The aerosol type used in Ineichen (2008) is likely to
correspond to an Angström exponent different from that
measured at PSA by the sun photometer. Such an er-
ror of the Angström exponent translates to an error in
τ550 nm. Also, an error of the precipitable water vapor
translates in an error of AOD. To determine the main
source of the observed differences, further studies us-
ing Ineichen’s method modified for the different aerosol
type and DNI simulations with input of the Aeronet and
from Ineichen (2008) should be made. Fig. 11b) shows
the precipitable water vapor from the Aeronet station as
the most accurate reference on the x axis and the calcu-
lated water vapor on the y axis. The color bar references
how many measurement points fell into the correspond-
ing pixels of the graphs. Fig. 11b) shows that the cal-
culated precipitable water vapor is a good estimation of
the present water vapor for most cases, although there is
significant scatter.
It also needs to be investigated how the iteration
process changes the estimated AOD for the sunny time
stamps and which part of the deviations stem from the
RSI’s DNI measurement errors. When comparing the
two obtained τ550 nm before and after the iteration to the
calculated τ550 nm with the Linke turbidity obtained from
the reference DNI and the calculated precipitable water
vapor in Fig. 12, one notices that the iteration process is
able to significantly improve the estimation of the AOD
at 550 nm above 0.4.
3.4.2 AOD and precipitable water vapor
estimation at NETRA, India
The same investigation as in the previous section is
done for NETRA using Aeronet data from Gual Pahari.
Note, that even though the investigation is done for one
year as well, there are far less data points in Fig. 13a)
then in Fig. 11a). The reason for that difference is that
the investigation for NETRA only includes sunny time
stamps with clean reference sensors.
Fig. 13a) shows the comparison between the τ550 nm
obtained from the iteration process and the calculated
τ550 nm from the Aeronet β2 and α2 at Gual Pahari. The
τ550 nm after the iteration shows a significant bias of
about 0.14. Additionally, the deviations between the ref-
erence AOD obtained with Aeronet and the AOD after
the iteration are as high as 0.7 as opposed to a maxi-
mum deviation of 0.4 at PSA. In addition to the reasons
for the deviations discussed for PSA, the spreading of
the AOD values for NETRA can also stem from the dif-
ferent locations of the stations. The Aeronet station is
situated about 50 meters higher than the NETRA station
and about 32 km south-west. The main wind direction
measured at the NETRA station is coming from New
Delhi. The aerosols in the atmosphere above NETRA
might therefore be different than the aerosols present at
Gual Pahari.
The comparison in Fig. 13b) of the calculated pre-
cipitable water vapor from ambient temperature, rela-
tive humidity and pressure and the precipitable water
vapor as measured at the Aeronet site shows that the
water vapor is clearly underestimated for high water va-
por contents above 4 cm. Again, one reason could be the
distance between the NETRA and Gual Pahari stations.
Another possible explanation could be that the approxi-
mation itself underestimates the precipitable water vapor
for high water vapor contents.
3.4.3 Summary of the options to improve the
physical methods
Overall, this investigation shows that there is room for
improvement for the correction method. It could be in-
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Figure 13: Evaluation of the AOD calculated by Ineichen (2008) and calculated precipitable water vapor by Garrison and Adler (1990)
for NETRA. a) Calculated τ550 nm after the iteration process with τ550 nm calculated from Aeronet data from Gual Pahari. b) Calculated
precipitable water vapor at NETRA compared to precipitable measured water vapor at Gual Pahari.
vestigated if it is possible to directly estimate β bet-
ter from atmospheric parameters or if better results are
achieved with a default aerosol type. The calculation of
the precipitable water vapor by Garrison and Adler
(1990) might also need improvement in particular in
humid climates as the evaluation in NETRA showed.
With such further enhancements the physical correction
method might yield better results in terms of DNI and
GHI deviations.
4 Conclusion and outlook
A new calibration and correction method for RSIs based
on physical principals has been developed. For the first
time, a combined spectral temperature correction is used
for RSIs. The spectral temperature correction can repro-
duce the broadband corrections derived by King and
Myers (1997) and Geuder et al. (2008). Differences
between the so far used broadband temperature correc-
tions can be explained and reproduced using the differ-
ent spectra that might have been present during the ex-
perimental determination of the broadband temperature
corrections. For the present study we used directional re-
sponse measurements of the LI-200 and the newly found
cosine correction function can be applied to the direct
horizontal irradiance as opposed to the current correc-
tion sets where the empirical correction functions for
the cosine and spectral effects of the calibration factors
are interconnected and applied to the GHI. The calibra-
tion constants of each sensor and the presented correc-
tion functions can be applied at different measurement
sites without adjustments.
The physical correction method shows satisfying re-
sults in regards of reducing the location dependence, es-
pecially in the previously problematic case of the NE-
TRA station. The presented results demonstrate that a
set of calibration and correction functions can be ap-
plied under different climate conditions. The physical
correction method works well by removing the bias from
the measurements of GHI and DNI and can reduce the
RMSD most of the time, especially for the DNI compo-
nent compared to the pre-existing method from Geuder
et al. (2008). In comparison with the method of Vig-
nola et al. (2017), the physical correction method yields
a smaller bias for three and a smaller RMSD for four
out of five time periods for the GHI and DNI measure-
ments. In cases for which the empirical methods yielded
exceptionally high RMSDs of about 5–6 % the physical
correction method could reduce the RMSD. The correc-
tion results of the new method from Londrina, Brazil are
analogous to those with the pre-existing methods from
Geuder et al. (2008) and Vignola et al. (2017).
The iteration process of the correction method esti-
mates an AOD that deviates noticeably from the Aeronet
measurements. The AOD estimation from the iteration
process and the RSI is close to the AOD calculated us-
ing Ineichen’s equation and the pyrheliometer measure-
ment. Hence, the reason for the deviation is not the RSI
data itself, but the estimation method. Possible reasons
include that the spectral variation of the AOD is not
known and inappropriate Angström exponents might be
used. Better estimations of the Angström exponents and
their application are expected to improve the RSI cor-
rections. The deviations can also be a result of possi-
ble errors of the Sedes2 model especially for the DNI
and DHI spectral components. This should be further
investigated especially at Londrina, Brazil. The AOD,
the Angström exponents and the cloud effects could be
better described using satellite or model derived datasets
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such as the Copernicus Atmosphere Monitoring Service
(CAMS) or the NASA Global Modeling and Assimila-
tion Office. The application of such data sets is of great
interest for further developments.
Another area for potential improvement is in the
characterization of the photodiode pyranometers espe-
cially the spectral response of each individual sensor
and the spectral temperature correction model. We aim
to investigate this by using additional input from the
PVSENSOR project. However, this option has to be
evaluated carefully due to potentially too high costs.
A further advantage of the physical correction
method is the possibility to derive more accurate un-
certainty estimates compared to those for the empirical
corrections. As the corrections are physical one can es-
timate the uncertainty of the used input parameters for
each time stamp and propagate their errors to the fi-
nal RSI measurement. This approach is more complex
for the empirical correction functions as the uncertainty
caused by the empirical steps can only be roughly esti-
mated for an individual time stamp. Such an uncertainty
analysis for the proposed method is an interesting topic
for future work.
In conclusion, the new physical calibration and cor-
rection method reaches similar results compared to com-
mon empirical functions and shows no significant sea-
sonal dependence. This is already achieved with rudi-
mentary input parameters for the estimations of the
GHI, DHI and DNI spectra. The results indicate that
the physical approach reduces the problematic location
dependence of the pre-existing calibration and correc-
tion methods. More stations at different locations should
be examined to further investigate the results achieved
by the physical correction. The physical correction and
calibration method show promising results for a further
improvement of the RSI accuracy. Better results could
be achieved with an improvement of the spectral AOD,
Angström exponent, single scattering albedo and precip-
itable water vapor calculation and cloud detection. Cal-
culating the precipitable water vapor from the ambient
temperature, pressure and relative humidity at the cor-
rection site induces a significant bias in humid climates
and should therefore be possibly adjusted for these cli-
mate conditions. The cloud modification using the en-
hanced Sedes2 model is expected to bear a significant
optimization potential.
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List of abbreviations
Abbreviation Meaning
Aeronet aerosol robotic network
αi Angström exponents
AOD aerosol optical depth
βi Angström turbidity coefficient
Si silicon
DHI diffuse horizontal irradiance
DNI direct normal irradiance
FA spectral response parameter or air mass correction
(pre-existing)
FB cosine response parameter (pre-existing)
FC solar height or cat ear parameter
Fcos cosine correction factor (newly developed)
Fα temperature correction factor (pre-existing)
FαF,I spectral temperature correction factor (newly
developed)
Geu correction and calibration functions as described
by Geuder et al. (2008)
GHI global horizontal irradiance
IS (λ) spectral irradiance
λ wavelength
CQE Constant to calculate the quantum efficiency from
the spectral response
QE quantum efficiency; The yield of electrons per
photon.
RSI Rotating Shadowband Irradiometer
RSMD root mean square deviation
Sedes2 enhanced model for cloud modification of
irradiance spectra by Nann and Riordan (1990);
Nann and Riordan (1991); Myers (2012)
altered according to Jessen et al. (2018)
SMARTS A Simple Model of the Atmospheric Radiative
Transfer of Sunshine; simulation software for
solar spectra on the earth’s surface by Gueymard
(1995, 2005)
Rbb(λ) responsivity of the pyranometer to broadband
irradiance
RS (λ) spectral response as a function of wavelength
SZA solar zenith angle
TL Linke turbidity
τλ AOD at wavelength λ
Vig correction and calibration functions described by
King and Myers (1997); Augustyn et al.
(2004); Vignola (2006)
WV precipitable water vapor
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